[Studies on the closeness of the marginal fit of Ceraplatin crowns].
The clinical success of crowns is determined by their accurate marginal fit. The marginal defects of 20 finished Ceraplatin crowns, manufactured by 10 different laboratories, were recorded after cementing on working casts and the original preparations. The findings demonstrated that the margins of Ceraplatin crowns were insufficient under clinical conditions.